Evaluation of a multiplex real-time polymerase chain reaction assay for the detection of influenza and respiratory syncytial viruses.
Nasopharyngeal swabs from 424 children were used to compare the performances of the new multiplex real-time polymerase chain reaction (RT-PCR) RIDA®GENE Flu & RSV kit and monospecific RT-PCR assays in detecting respiratory syncytial and influenza viruses. The easy-to-use kit was highly sensitive and specific and is recommended for routine practice.